Ender's nailing of hip fractures: the operation and the radiation hazards.
Sixty-two intertrochanteric and 3 subtrochanteric fractures of the femur were treated by Ender's nailing. The method was safe and effective in stable fractures but in unstable fractures malunion was common. Exposure of the operating team to radiation during the procedure was well within acceptable limits.